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Photoacoustic Spectrometer and Nephelometer to 
Measure  Aerosol Optical Properties (781, 532, 405 nm) 

DMT Inc. 

Single scattering albedo ω = scattering/(absorption + scattering) 
Filter-free direct measurements of abs, scat, ω of dry aerosols 

Motivations      Aerosol effects       Optical properties       Mexico City       ISDAC      Future research 



U N C L A S S I F I E DLos Alamos 3-Laser Photoacoustic 
Absorption and Scattering 405, 532, 781nm  

•  Optical properties of mixed soot, organics, dust and sulfate aerosols (dry). 

•  How dark (warming) or light (cooling) are aerosols? 

•  Wavelength dependence of light absorption: soot, organics and dust ? 
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Traditional Filter Absorption Measurements: SEM of PSAP filter samples 
of rice-straw burning in lab. suggest problems at high organic carbon 

Smoldering, High Org C 

High Load Low Load 

Flaming, High Org C 

Typ. Aggregate Soot Morph. Blank PSAP 

Subramanian et al, Yellow Beads and Missing Particles: Trouble Ahead for Filter 
Based Absorption Measurements, Aer. Sci. & Tech. (2007), 41: 630-637  
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Recent Red-Flag 
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Houston Texas ‘06: PSAP/PASS Abs. vs AMS Organic 
PSAP/LAPA vs. Organics for bins containing at least 2 points

Error bars = standard error = StDev/SQRT(#-1) 

y = 0.103x + 1.1024
R2  = 0.717
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Filter based methods can suffer from large systematic high bias 
under certain conditions (high organic, sulfate, water etc…)

Severe Problems

Mazzoleni, Dubey, Murphy, Seinfeld
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Scattering: PASS-3 and Nephelometer (<1µ) 
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Absorption: PASS-3 and PSAP (<1µ) 
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Scattering PASS vs Nephelometer  
with Angstrom λ extrapolation to PASS, <1µ

405nm 
0.93 

532nm 
1.008 

781nm 
1.17 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Absorption PASS vs PSAP  
with Angstrom λ extrapolation to PASS 

405nm 
1.15 

532nm 
0.74 ? 

781nm 
0.92 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Mean SSA of light absorbing aerosols in plume 

PASS-3
Neph/PSAP
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Ongoing Work 

•  PASS-3 running routinely for 6 months at AOS-SGP 

•  Scattering agrees with nephelometer (2/22/09) 

•  Absorption agrees in blue and red, green ? (2/22/09) 

•  Independent and expanded optical property data 

•  Green laser power is variable and has degraded 

•  Stable green laser refurbishment by DMT 

•  Identification and analysis of more plumes 

•  Value added products: SSA ( λ )  expanded 


